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This memorandum summarizes the micro-gravity assessment for HRF SWAB Air Sampling 
Device (ASD), P/N SEG46119448-301and serves as a validation of ASD in meeting the micro-
gravity requirements of PIRN NO: 57000-NA-0110H. 

Based on the information provided, the ASD is a portable, battery operated, air particle 
collection device that pulls cabin air through itself after passing through a gelatin filter covering 
its opening.  The ASD is not a rack-mounted hardware. It is either hand-held or attached to a 
Space Station’s exposed internal surface via a Velcro patch during operation.  The only moving 
part of ASD is an electric-motor driven fan.  The rotational speed range will be from a possible 
low of 12,000 rpm to a high of 20,000 rpm. That equates to a frequency range of 200 Hz to 333 
Hz 

The following table is a list of feature comparisons of ASD fan versus the common fan 
(SEG46116060-701) widely used in Human Research Facility (HRF) Rack-1A & 2A: 
 

 

According to Section 3.1.2.2 ("Vibratory Requirements") of PIRN 57000-N/A-0110H, non-rack 
payloads shall have one-fourth of the allowable limits of rack payloads.  It is easily concluded 
from the above comparison table that ASD fan shall generate much less vibratory disturbance 
than common fan.  Therefore, if a common fan is proved to meet one-fourth of allowable limit, it 
is obvious that ASD fan can meet the same requirements. 

The following figure shows the disturbance level (in µg i.e. 10-6g) of one typical common fan 
employed in HRF Rack-1A.  The same figure also shows a comparison of the disturbance level 
against one-quarter of allowable limit (in thin line).  It proves that the disturbance level of the 
common fan is even much lower than one-fourth allowable limit.  Therefore, it is  concluded that 
ASD fan  meets the same requirement  of PIRN 57000-N/A-0110H. 

Features ASD Fan Common Fan

1 Acoustic output noise 45 dB 79 dB
2 Impeller size (diameter) <= 3" 5"
3 Impller material plastic  metallic
4 Bearing Ruby Jewel bearings plane bearings
5 Balanced highly N.A.
6 Energy dissipation 9 ~ 14 Watts 28 Watts



 

   

 

 

If there are questions regarding this assessment, please contact the undersigned at 281-333-
7595 (E-mail: michael.Tseng@lmco.com). 

 
 
 

 
Michael S. Tseng 
Structural Analysis Section 
Mechanical Systems Analysis Department 

 
 
 
cc: Lindy Kimmel /S22/L 
 Micah Johnson/S363 
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H R F   R A C K   1 A   M I C R O - G R A V I T Y   A N A L Y S I S
A C C E L E R A T I O N   M E T H O D O L O G Y

ULTRA-SOUND FAN-1: COMMON FAN (SEG46116060-701)_Voltage = 15

Math Model:   hrf2_accel_a.blk
Analyzed by:  Michael S. Tseng

Thin line (1/4 of acceleration allowable)
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